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Pannello di comando Main control panel 





Riunito con ampia cassettiera e scrivania 
orientabile con cassettiera, tavola e traslazione per 
due strumenti e poltrona con base separata 



Scrivania orientabile 
Swinging writing desk 






Alloggiamenti per oftalmoscopio e skiascopio 
Ophthalmoscope and skiascope housings 




II riunito SUPEREXECUTIVE e I'espressione di un moderno e avanzato 
design dove forma e funzionalita sono perfettamente integrate. 

The SUPEREXECUTIVE unit is the expression of advances and modern 
design where form and functionality have been integrated. 
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Unit with wide chest of drawer and swinging 
writing desk complete of drawers, traversing table 
for two instruments and chair with separated base. 



Centralina lenti prova 
Trial lenses chest of drawers 



Caratteristiche tecniche 

Tensione alimentazione 220 V 50/60 Hz 
110V 50/60 Hz 

Potenza 960 VA 

Lampada alogena 150 W 

Peso 180 Kg 

Altezza tavola 915 mm 

Altezza max 2000 mm 

Poltrone 

Disponibile con tutti modelli di poltrone 
della produzione Frastema 

Accessori 

Braccio autobilanciato orizzontale 
Centralina per lenti di prova 



Technical informations 

Input tension 



Power 

Halogen lamp 
Weight 
Table height 
Maximum height 



220 V 50/60 Hz 
110V 50/60 Hz 
960 VA 
150 W 
180 Kg 
915 mm 
2000 mm 



Chairs 

Available with all the models of chairs of 
the Frastema production 

Accessories 

Horizontal counterbalanced arm 
Trial lenses chest of drawer 
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